Intraoperative flash fires associated with disposable cautery.
Three cases of intraoperative flash fires associated with the use of disposable thermal cautery units are described. As opposed to similar reports in the literature, two of the three cases were not associated with an elevated oxygen concentration at the operative site. Precautions in the use of these units or the use of mono- or bipolar cautery units are recommended.